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GINGERino is a large frame laser gyroscope investigating the ground motion in the most inner part of the
underground international laboratory of the Gran Sasso, in central Italy. It consists of a square ring laser
with a 3.6 m side. Several days of continuous measurements have been collected, with the apparatus running
unattended. The power spectral density in the seismic bandwidth is at the level of 10−10(rad/s)/
√
Hz. A
maximum resolution of 30 prad/s is obtained with an integration time of few hundred seconds. The ring
laser routinely detects seismic rotations induced by both regional earthquakes and teleseisms. A broadband
seismic station is installed on the same structure of the gyroscope. First analysis of the correlation between
the rotational and the translational signal are presented.
I. INTRODUCTION
Large Ring Laser Gyroscope (RLG) technology1 pro-
vides very sensitive inertial rotation measurements.
Among the most relevant recent results there are the
direct observation of the rotational microseismic noise2
up to the detection of very long period geodetic effects
on the Earth rotation vector3. The scientific commu-
nity working on large frame RLGs had a rapid growth in
the last decade. After the seminal work started in the
’90s at the Canterbury University of Christchurch, (New
Zealand)4, today, other laboratories around the world5,6
both in Europe and US, use RLGs to detect ground rota-
tional motions superimposed on the Earth rotation bias.
A dedicated observatory of 3D seismic rotations, named
ROMY7, was started this year in Fu¨rstenfeldbruck (Ger-
many). The state of the art precision, is achieved by the
Gross ring G8 in Wettzell (Germany), and it is better
than some fractions of prad/s, not far from 10−14rad/s,
that is the order of magnitude of the General Relativ-
ity effects in a ground based reference frame. The tar-
get of the GINGER (Gyroscopes IN GEneral Relativ-
ity) proposal is to measure the gravito-magnetic (Lense–
Thirring) effect of the rotating Earth, by means of an
array of high sensitivity RLGs9. Underground locations,
far from external disturbances as hydrology, temperature
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and barometric pressure changes, are essential for this
challenging experiments, and LNGS (Laboratori Nazion-
ali del GranSasso, the underground INFN laboratory)
may be a suitable one. In order to test the local ground
noise, a single axis apparatus called GINGERino, has
been installed inside LNGS. This installation is a pilot-
prototype for GINGER, and at the same time can pro-
vide unique information for geophysics10. In addition,
underground installations of large RLGs, free from sur-
face disturbances, could provide useful informations to
Geodesy11. Here the goal is to achieve a relative preci-
sion of at least 1 ppb in few hours of integration time,
in order to integrate the information on Earth’s rotation
changes provided by the International Earth Rotation
System (IERS) that, being based on the collection and
elaboration of the observations of Very Large Base In-
terferometry (VLBI) and GPS systems, does not provide
precise subdaily performance. The paper is organized as
follows: in section II we describe the GINGERino optical
and mechanical apparatus; section III is about the data
acquisition and transfer; section IV contains the noise
characterization and the illustration of the drift removal
method based on the backscattering noise identification
and subtraction. In section VI we discuss some prelimi-
nary results on the seismic properties of the underground
site as well as the analysis of the roto-translations in-
duced by two far located earthquake events. Section VII
contains the conclusions of this work and the future per-
spectives of the experiment.
2II. GINGERINO WORKING PRINCIPLE AND
EXPERIMENTAL SETUP
RLGs measure rotation rate using the Sagnac effect.
Oppositely propagating laser beams, generated inside a
ring resonator undergo a frequency splitting δf . For a
horizontal RLG, located at colatitude θ, the splitting δf
induced by the Earth’s rotation rate ΩE , is expressed
in function of the cavity area A, perimeter P and laser-
wavelength λ:
δf =
4AΩE
λP
cos(θ + δφNS) cos δφEW , (1)
where δφNS and δφEW are the tilt angles, respectively in
the North-South and in the East-West directions. GIN-
GERino is a He-Ne laser operating on the red line at 633
nm. The square optical cavity, 3.6 m in sidelength, is
made of four spherical mirrors with 4 m radius of cur-
vature. The plane of the cavity of GINGERino is hori-
zontal, thus the Sagnac frequency bias is provided by the
projection of the Earth’s rotation vector along the local
vertical. At the latitude of LNGS the Sagnac frequency
is 280.4 Hz. The whole optical path of the beam inside
the cavity is enclosed in a steel vacuum chamber, com-
posed by 4 mirror chambers connected by vacuum pipes.
The design is based on the GeoSensor design5,12,13, where
the alignment can be tuned by means of micrometric
tip-tilt systems acting on the mirror chambers orienta-
tion. From each corner of the cavity is possible to ex-
tract and detect the two counterrotating beams, so that
the system has eight optical output beams. While mono-
lithic cavities made of ultra-low expansion materials, like
the Gross ring G in Wettzell, have an excellent passive
stability, they are not suited to form 3D arrays of very
large size. On the other side, heterolithic systems require
active stabilization, which is achieved by active control
schemes of the cavity geometry, exploiting very accurate
optical wavelength references14,15. The present structure
of GINGERino does not allow the full implementation of
these techniques, and this sets a limit to its present long
term stability.
Mirrors dissipative losses set the shot noise limit to the
sensitivity of a RLG, while the backscattering character-
istics are responsible of the drift induced by the nonlin-
ear coupling between the two counter-propagating laser
beams (see ref.1). Dielectric deposition of thin films real-
ized by very accurate ion beam sputtering procedures are
typically applied and top quality substrates, with rough-
ness of the order of fractions of angstrom, are necessary.
State of the art dielectric mirrors can reach a reflectiv-
ity higher than 99.999%, with a total scattering of less
than 4 ppm. These mirrors must be manipulated with
the maximum care, possibly in clean environment (bet-
ter than class 100) in order to avoid dust and humid-
ity. A pyrex capillary with internal diameter of 4 mm
is installed in the middle of one side and allows to ex-
cite the active medium (He-Ne plasma) by means of a
radiofrequency capacitive discharge. The capillary di-
ameter forces the laser to operate on single transversal
mode (TEM00), while single longitudinal mode operation
is obtained by keeping laser excitation near to threshold.
Two piezoelectric translator stages can be used to stabi-
lize the optical frequency of the laser against the cavity
length variations induced by thermal expansion and me-
chanical relaxations. This makes it possible to avoid laser
mode hops, increasing the device duty cycle up to about
100%. The four mirror chambers are tightly attached to
a cross structure made of granite (african black), com-
posed by a central octagonal massive block (3 tons), and
four lightened arms each weighting ≈ 800kg (see Fig.1).
The granite structure is screwed to a reinforced concrete
block anchored to the underneath bedrock. The African
black granite has been chosen because it can be machined
with high precision and has a low thermal expansion co-
efficient (6.5×10−6 /◦C). Being the whole set-up coupled
to the ground in its central part, ground strain coupling
to the cavity shape are minimized. The installation area
has a natural temperature of 8 ◦C and a relative hu-
midity close to the dew point all the year round. The
whole installation is now protected by a large anechoic
box. Infrared lamps are used to increase the temperature
inside the box thus reducing the relative humidity from
more of 90% down to about 50− 60%. We checked that
no oscillations of temperature and humidity on the daily
time scale are introduced by this method. Better isola-
tion systems joined to a humidity control systems can be
considered in the future. So far, this infrastructure has
been running for several months, and has shown that it
keeps the GINGERino area at a temperature around 13
◦C with a stability better than 0.1◦C for several days
of operation. On top of the central part of the granite
frame we installed additional instruments consisting in:
one tiltmeter with nrad resolution (2-K High Resolution
Tiltmeter (HRTM), Lipmann) and two high performance
seismometers (Trillium 240s and Guralp CMG 3T360s).
The combination of different instruments is essential in
the interpretation of the data and the characterization
of the site. In Fig.2 is sketched the optical scheme of
GINGERino in the present configuration. Three tran-
simpedance amplified silicon photodiodes, with a band-
width of 4 kHz, are used to detect the Sagnac interference
signal at 280.4 Hz and the two single beam intensities. A
photomultiplier (PMT), with a bandwidth of 400 MHz, is
used for a double purpose: to detect the radiofrequency
signals produced by the beating between higher order las-
ing modes and to occasionally perform ring-down time
measurements for estimating the intracavity losses.
III. DATA ACQUISITION
GINGERino runs unattended, in this way man made
disturbances are minimized. We have developed a remote
interface with the experiment that allows us to monitor
the status of the apparatus and also to drive the mirror
positioning PZT actuators sketched in Fig. 2. The DAQ
3FIG. 1. Top: the granite frame of GINGERino, just after its
installation in the LNGS tunnel. Bottom: completed setup
inside the isolation chamber.
system itself is remote-controlled and transfers the data
from INFN-LNGS to INFN-Pisa. The DAQ hardware
has been selected in order to be transportable; it is based
on the PXI-8106 controller by National Instruments. Its
main tasks can be listed as follows (referring to Fig. 2):
• analog to digital conversion and storage of the
Sagnac signal S and the two mono beams signals
I1,2 with 5 kHz sampling rate;
• analog to digital conversion and storage of environ-
mental signals (temperature, humidity, pressure),
laser parameters (plasma fluorescence gain moni-
tor G, average intensities, piezoelectric transducers
driving voltage) and tiltmeters, with 1 Hz sampling
rate;
• real-time processing of experimental parameters
connected to laser gain, backscattering parameters,
actuators signals required by active control loops;
• digital to analog generation of the signals driving
the laser, necessary for some of the controls of the
apparatus.
Acquired data are written in the PXI local hard-disk.
Both frequency and time accuracy are important since
the former affects the estimation of the Sagnac frequency
and the latter introduces errors in the synchronization of
the RLG data stream with the data streams of other
instruments (mainly seismometers). The PXI receives
a GPS-synchronized PPS (pulse per second) signal and
FIG. 2. Optical setup. Three optical signals are continu-
ously acquired: the combined beams intensity (Sagnac in-
terferogram) S and the two monobeam intensities I1 and
I2. The G signal is the intensity of the plasma fluores-
cence, filtered around the laser line. It is acquired as a mon-
itor of the laser excitation level. IBS: Intensity Beam Split-
ter, PMT: Photo Multiplier Tube, LF: Line Filter (633 nm),
TA:Transimpedance amplifier, FC=Fiber Coupler, CL: Colli-
mating Lens.
is connected to a local NTP server in order to obtain a
time stamp with the required precision. The frequency
accuracy is obtained by disciplining the 10 MHz clock of
the PXI-6653 board to the PPS via the PXI-6682. The
error on the time stamp is limited by the uncertainty on
the NTP, which is of the order of a few milliseconds. The
data written on the PXI hard-disk are copied via FTP
into a dedicated directory on a local virtual machine and
then copied into the final data storage destination (at
INFN Pisa).
IV. SENSITIVITY OF THE APPARATUS
From a direct estimate of the Sagnac frequency by
means of the Hilbert transform of the interferogram, we
deduced an instrumental sensitivity limit at the level
4100 prad/sec/
√
Hz in the range (10−2 − 1)Hz. A typical
rotational noise spectrum is shown in Fig.3. Data refer
to 1 hour acquisition on the 11th of June 2016. For this
run the cavity ringdown time was ∼ 250µs correspond-
ing to a total loss per round trip of about 190 ppm. As
clearly visible, the long term stability of the raw data is
limited to 10-20 s, mainly by radiation backscattering on
the mirrors. A reduction of the backscattering induced
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FIG. 3. Angular velocity linear spectral density of GIN-
GERino calculated a dataset of 3600 s from 11-06-2016 at
00:00. Power spectral density is estimated from the raw data
interferogram.
frequency noise can be obtained by identifying and sub-
tracting its contribution from the measurements of the
single beam outputs from the cavity. This has been done
for the run of June 2016, and it is discussed in the next
section.
V. BACKSCATTERING ANALYSIS
The strategy for subtracting backscattering noise from
ring-laser data has been extensively discussed in16 and17,
where we have shown how and why backscattering noise
can be efficiently subtracted, by applying an Extended
Kalman Filter (see17 for details). The time dependence
of backscattering contribution can be also estimated us-
ing a model which assumes reciprocal ring laser param-
eters. This approach has been exploited in18, where the
backscattering parameters were estimated by fitting am-
plitudes and phases of the two monobeam intensities. It
has been tested that the two methods give similar results.
For this analysis purpose several service signals are nec-
essary: the two monobeam intensities and the laser gain.
Data were processed following the procedure already de-
veloped for G-Pisa13, tuning the pre-filters to the GIN-
GERino Sagnac frequency, and estimating the laser pa-
rameters by averaging over 10 seconds the mono-beams
intensities. We firstly extract from the data mono-beam
intensities, modulations and phase differences, then we
use these quantities to estimate the laser parameters con-
nected to backscattering at a rate of 1 sample every 10
seconds. After the parameter identification, backscatter-
ing contribution is calculated. Results for a time series of
12 days are shown in Fig.4. The relative Allan deviation
FIG. 4. Black: raw data. Red: backscattering corrected data.
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FIG. 5. Relative Allan deviation for the Sagnac frequency
after backscattering subtraction. Straight line represents the
calculated shot noise limit.
of the backscattering corrected data is shown in Fig.5.
VI. SEISMOLOGICAL OBSERVATIONS
The two independent digitizers for the RLG and the
seismometers are synced to the GPS time reference.
This allows the direct comparison between rotational and
translational signals19. Two teleseismic events are re-
ported in the following. Results are shown in Fig.6 and
7. The upper two traces indicate the time history of
transverse acceleration and rotation rate as detected by
the seismometer and RLG, respectively. The N and E
components of the seismometer, after being corrected for
the instrumental response, have been rotated in order to
construct the transverse component which is analyzed in
comparison with the gyroscope signal. We evaluated the
Zero-Lag Correlation Coefficient (ZLCC) between trans-
5verse acceleration and rotation using a time window of
50 seconds, sliding with 50% overlap.
For Love seismic waves20, in the plane wave approxi-
mation, the transverse acceleration and the vertical rota-
tion signals are in phase and their ratio is proportional to
the phase velocity. Phase velocity measurements contain
information about the elastic properties of the ground,
and are typically obtained by means of seismometer ar-
rays installations. A system composed by a horizontal
RLG and a seismometer provide the same information in
a single site installation. An example of this estimate is
given in lowest plot of Fig.6 and 7.
Surface wave phase velocity is calculated in the two
cases for the points where the ZLCC is above 0.6. The
FIG. 6. Mid Atlantic ridge earthquake, June 17, 2015, 12:51
p.m., MWC 7. Top: seismograms for the transverse accel-
eration (black) and vertical rotation (red). Center: the zero
lag correlation coefficient between rotation and transverse ac-
celeration. Bottom: apparent phase velocity of the surface
waves. Phase velocities are computed for the seismograms
parts where the correlation between rotation and translation
is larger than 0.6.
FIG. 7. Rykyu Islands earthquake, November 13, 2015, 08:51
p.m., MWC 6.8. Plot legend is the same as in Fig.6.
characteristics of the background seismic noise at the site
are illustrated in Figure 8, where the probabilistic power
spectral densities (Pround PSD) of the three components
of ground acceleration are compared to the High- and
Low-Noise Models (NHNM and NLNM, respectively)21.
The typical spectra are close to the NLNM and shows
a very good behavior throughout the spectral region of
the primary and secondary micro-seism (i.e., at periods
spanning the 1-10s interval), exhibiting however larger
and unwanted noise at low frequency (long periods) for
the N and E components. A deeper analysis consisting
FIG. 8. Probabilistic power spectral densities for the three
components of ground acceleration as recorded by the seis-
mometer. Vertical scale is relative to 1m2s−4Hz−1. For each
frequency bin, the maps illustrate the probability of observ-
ing a given spectral power, according to the color scale at the
right.
in the calculation of the noise polarization over the hori-
zontal plane shows that the noise polarization is markedly
directional and directed along the tunnel (see Fig.9). Ac-
cordingly to the literature22, a possible explanation is
that the long-period, high-amplitude noise is induced by
the conveyed air motion in the tunnel.
VII. CONCLUSIONS
GINGERino has been constructed inside LNGS and
performs ground rotation measurements with a very high
duty cycle. The system provides Earth rotation rate mea-
surements as well as seismic rotational data thanks to a
6FIG. 9. Principal polarisation direction of the background
noise over the 50− 200 s period range. Results from the two
seismometers are coherent within a 5 degrees tolerance, indi-
cating ground oscillations aligned along the tunnel’s direction.
This suggests a main control of the underground cavity in the
generation of seismic noise at very long periods.
dedicated architecture for laser remote control, data ac-
quisition and data transfer. The sensitivity curve shows
a level around 10−10 rad/s compatible with the actual
instrument shot noise and ringdown time. During the
first runs all the major teleseismic events present in the
Global CMT Catalog have been detected. The stan-
dard rotation/transverse-acceleration correlation analy-
sis is presented for two different events. Long term stabil-
ity of raw data is limited by backscattering noise, which
can be subtracted in large part via post processing. After
correcting the backscattering induced drift a maximum
resolution of about 30 prad/s for 500 s of integration time
is obtained. The correlation between the observed insta-
bilities of the gyroscope and the environmental param-
eters fluctuation (temperature, pressure, humidity, an-
thropic activities) is under investigation.
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